The power curve of a wind turbine can be measured, according to IEC 61400-12-2 with a nacelle mounted anemometer. Typically, a sonic anemometer or a cup anemometer and a wind vane are mounted on the back of the nacelle roof. Another option to measure the wind experienced by the wind turbine is to use a spinner anemometer. The measurement principle of the spinner anemometer is based on the flow distortion caused by the wind turbine spinner. The flow on the spinner surface is measured by means of three 1D sonic sensors mounted on the spinner and a conversion algorithm to convert the wind velocity components measured by the three sonic sensors to: horizontal wind speed, yaw misalignment and flow inclination angle. The algorithm utilizes two calibration constants that are specific to the spinner shape, blade root design and to the mounting positions of the sonic sensors on the spinner. The present analysis describes methods to determine the calibration constant related to wind speed measurements. The first and preferred method is based on the definition of the calibration constant and uses wind speed measurements during the stopped condition of the wind turbine. In addition to this preferred method, two alternative methods that did not require the turbine to be stopped were investigated: one used relatively high wind speed measurements during normal operation of the wind turbine, while the other one used a CFD simulation of the flow over the spinner. The method that entails stopping the turbine in good wind conditions showed the best results and is recommended for the stall regulated wind turbine we have tested. The evaluation of uncertainty was not included in the present analysis.
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INTRODUCTION
The spinner anemometer [1] can be used to measure the inflow wind speed to a wind turbine and to measure its power performance. For this last purpose, spinner anemometers need to be calibrated similarly to nacelle cup anemometers. Previous research [2] [3] described problems related to cup anemometers and wind vanes, or 2D sonic anemometers, mounted on top of the nacelle. The flow distortion caused by the blade roots and nacelle affects even state of the art nacelle anemometry instruments. This flow distortion is normally corrected for in the wind turbine control system. However, corrections in the controller might not take all situations into account, for example when the wake swirl from upstream wind turbines introduces upwards and downwards flow on the nacelle [9] . Such corrections are not required for a spinner anemometer, which is not affected by blade wakes since it measures the wind upstream of the rotor (figure 1). The measurement principle used by the spinner anemometer is actually based on the flow distortion created by the spinner. Due to the size of a modern wind turbine spinner and imperfections of the spinner shape, such as poor rotational symmetry, it is challenging to mount the sensors equally distant from the spinner center, and spaced 120
• . These challenges in the spinner anemometer mounting could be easily solved in the future by integrating the sensor mounting holes in the spinner mould, and by improving the spinner quality control during manufacture of the spinner. [5] The calibration of a spinner anemometer accounts for the shape of the spinner, mounting position of the sonic sensors and characteristics of the sensors, while the rotor induction is accounted for with the Nacelle Transfer Function (NTF) as defined in IEC 61400-12-2 [11] . It is important to keep the wind speed calibration separate from the NTF, so that changes due to the spinner anemometer (mounting position of the sonic sensors, spinner geometry) can be accounted for with a new calibration only, whereas changes in the wind turbine control system or blades can be accounted with a new NTF only.
This separation between calibration of the spinner anemometer and the NTF of the wind turbine allows for direct use of the calibration values k 1 and k2 determined on one turbine for several other turbines with the same spinner shape, verifying the sensors mounting positions with photos and estimating an additional uncertainty associated with the mounting position. The NTF determined on the first turbine can then be used on all other turbines to measure the power curve according to [11] , as long as the induction at the center of the rotor can be assumed unchanged.
The calibration of the spinner anemometer requires five steps, see figure 2 . Depending on the intended use of the spinner anemometer it is not required to execute all the steps. See table I for clarification of which steps are required depending on the intended use of the spinner anemometer.
The zero wind calibration is executed by the manufacturer, see figure 2. If power performance measurements are performed according to [11] the sonic sensors must be individually calibrated in a wind tunnel. The internal calibration (see figure 2) is an automatic calibration made during normal operation of the wind turbine soon after the installation of the spinner anemometer. The calibration for inflow angle measurements is then made at a stand still [5] . A practical guide [4] describes in more detail the execution of each calibration step.
The present article describes the calibration for wind speed measurements (fifth step in figure 2 ) and gives a demonstration of the use of the NTF to calculate the free wind starting from spinner anemometer measurements. The ability to calculate the free wind based on spinner anemometer measurements is useful for power performance measurements. The correlation between wind turbine power and wind speed was found to be higher for the spinner anemometer than for a nacelle roof anemometer or a met-mast. This allows to reduce the averaging time (which is typically 10 minutes). The Fastwind project report [6] found that a power curve made with 2 minute averaging time was very close to the one made with 10 minute averages, and was ranging up to a much higher wind speed. Calibration for wind speed measurements   O1, O2, O3, O4, O5, O6   E1, E2, E3, F1, F2, F3   J1, J2, J3, I1, I2, Figure 2 . Overview of the sequence of steps necessary to calibrate a spinner anemometer (from [4] ). Elements enclosed in the green contour are related to the calibration, while those in the blue box refer to the Nacelle Transfer Function needed to calculate the free wind speed as described in the IEC standard [11] . The boxes on the right side within the green box specify which parameters of the spinner anemometer need to be updated. Required * Only required to average out spinner and sonic sensor installation imperfections over a full rotation. For 10 min. average measurements this calibration has no effect, while it has an effect on turbulence measurements and non averaged measurements. Table I . Indication of which calibration steps should be performed depending on the intended use of the spinner anemometer.
For calibration purposes, the horizontal wind speed U hor,d measured by the (non calibrated) spinner anemometer is related to a met-mast hub-height wind speed measurement U mm by means of the default k 1,d constant.
The relationship between U hor,d and Umm is linear as long as the angular measurements are calibrated with the correct k α (fourth step in figure 2, see [5] ). For this reason it is best to set the calibration value for inflow angle measurements in the spinner anemometer conversion box before the wind speed calibration is performed.
The experimental set-up used for the present article is a Nordtank 500 kW wind turbine located at DTU Risø campus, Denmark, and a met-mast with hub height measurements of wind speed and wind direction.
The next two sections describe the coordinate system and the conversion algorithm (see [5] for a detailed explanation of the conversion algorithm).
COORDINATE SYSTEM
The coordinate systems for transforming the spinner anemometer parameters are shown in figure 3 . The inflow angle α, that is not shown, is the angle between the shaft axis and the vector of the inflow wind speed U . The yaw misalignment γ is defined as γ = θ dir − θ yaw . Coordinate systems and definition of angles: rotating spinner coordinate system (x s , y s , z s ), non-rotating shaft coordinate system (x s , y s , z s ), fixed nacelle coordinate system (x n , y n , z n ), yaw direction yaw,yaw error γ, flow inclination angle β, tilt angle δ, azimuth position of flow stagnation point on spinner θ (relative to sonic sensor 1), rotor azimuth position φ (position of sonic sensor 1 relative to vertical).
OVERVIEW OF THE SPINNER ANEMOMETER CONVERSION ALGORITHM
A detailed description of the conversion algorithm is given in [5] . Here we show the equations in the order they are used in the conversion. The measurement principle of the spinner anemometer is based on the flow over the spinner, which is measured close to the spinner surface with three wind velocity sensors. 1D sonic sensors are used typically with a sensor path placed approximately 10 cm above the spinner surface. Accelerometers integrated in the sonic sensors are used to calculate the rotor position. The fundamental mathematical model (equations 1, 2 and 3) assumes that the flow is uniform in a section upstream of the spinner in a circle of 0.5 m in diameter, and that the wind velocity component measured by the sensors (V1, V2, V3) are sinusoidal as a function of the position θ of the flow stagnation point for a constant inflow wind speed U .
The spinner anemometer conversion algorithm transforms the sonic sensor wind velocity components V1, V2 and V3 and the rotor azimuth position φ measurements into the spinner anemometer output parameters: horizontal wind speed U hor , yaw misalignment γ and flow inclination angle β. This transformation (section 3.1 and Figure 4 ) is called direct transformation and runs inside the spinner anemometer conversion box. γ, β, U hor , φ V1, V2, V3, φ The inverse transformation (section 3.2) transforms the output of the spinner anemometer into the input values V 1 , V 2 and V3. This is needed to post-calibrate measurements that were acquired with certain (default) calibration constant to new calibration constants, as described in section 3.3.
Direct transformation
The mathematical expressions of the conversion algorithm implemented in the spinner anemometer are:
Uy,s = −Uα sin(φ + θ)
Uz,s = −Uα cos(φ + θ) (12)
Inverse transformation
The mathematical expressions of the inverse transformation are:
Uy,s = Uy (23) 
which relates default values to the new values. The calibration for angular measurements (step 4) provides the ratio
used to calibrate inflow angle measurements. When F 1 is calculated (step 5) with the method described in this article, the value of F2 will be adjusted to keep the correct ratio.
CALIBRATION METHOD FOR WIND SPEED MEASUREMENTS
The objective of the wind speed calibration is to find a single value of k1 that makes the spinner anemometer wind speed (U hor ) equal to the free wind speed (Umm) in stopped conditions of the wind turbine. U hor represents the wind speed at the rotor center as if the turbine was not present, since it is a value calibrated to the free wind speed. If the calibration for angular measurements has been made and inserted into the conversion box then the relation Umm to U hor is linear. Three methods have been developed to calculate the value of the calibration constants -one based on CFD calculations and two based on measurements. When using measurements, the calibration constants are initially set in the spinner anemometer conversion box to default values (for example k 1,d = 1 and k 2,d = 1). Based on measurements taken with default constants, the method gives the correction factor F1 which is then used to correct the default calibration constant
It is important to note that U hor is not the wind speed at the spinner. The actual wind speed at the spinner will be lower than U hor at the front part of the spinner and it will be higher than U hor on the sides of the spinner and between the blades.
U hor is lower than the free wind speed when the turbine is operating due to the rotor induction. To calculate the free wind speed during operation of the wind turbine, the spinner anemometer wind speed U hor must be corrected by use of the NTF (Nacelle Transfer Function, as defined in the standard IEC 61400-12-2 [11] ).
The induction is taken into account with the NTF only, and not with k1. In other words, k1 only accounts for the spinner and blade root shapes and mounting positions of the sonic sensors. 
Application of k α calibration
The application of the calibration kα has little effect on the wind velocity component along the shaft axis, while it has a large influence on the angular measurements, as found in [5] . Correcting the measurements to the correct value of k α gives the important simplification that the relationship between the free reference wind speed and the spinner anemometer wind speed become linear. It is therefore recommended to set the correct kα value in the spinner anemometer conversion box as soon as it is known. If not set, measurements have to be post-calibrated with the method explained in section 3.3 and [5] . As explained in [5] the post calibration of averaged measurements will introduce an error.
Calculation of the calibration correction factor F1
As derived in [5] and summarized in section 3, the calibration factor F 1 is defined as
where U d is the magnitude of the wind velocity measured by the non calibrated spinner anemometer, and U is the magnitude of the wind velocity used as a reference for the calibration.
When the measurements of the spinner anemometer have been corrected with Fα, we can neglect the cosine ratio, since α = α d (the value of the measured inflow angle is correct). This is also the case when the correct kα = k2/k1 was set in the conversion box at the time when the measurements were acquired, or the measurements have been corrected with the procedure schematized in figure 5 .
The calibration test is performed using the natural wind. The reference wind speed U shall be measured at hub height at a distance upstream of the wind turbine according to [12] . U can be measured with a 3D sonic anemometer or with a specifically designed cup anemometer that measures the vector wind speed rather than the horizontal velocity component. Most of the cup anemometers available on the market are however designed to measure the horizontal component of U . Therefore, under the assumption that the flow inclination at the spinner is equal to the flow inclination at the met-mast we can turn equation 36 into
so that we compare the horizontal components, instead of the modulus of the wind vectors. 
APPLICATION OF THE CALIBRATION METHOD ON A SPECIFIC WIND TURBINE SPINNER ANEMOMETER
A spinner anemometer was mounted on a Nordtank 500 kW wind turbine located at DTU Risø Campus test site, approximately 6 km north of Roskilde, Denmark. The wind turbine has been used for many years for research and educational purposes and is very well instrumented (see description of the site and of the instrumentation in [7] ). Three methods to calibrate the k 1 constants are presented here: for Method 1 the wind turbine is stopped, for Method 2 the wind turbine is in operation, while Method 3 is based on CFD simulation of the stopped rotor.
According to the definition of k1 (equal to the ratio between the spinner anemometer horizontal wind speed and the free horizontal wind speed in a condition of zero induction) the correct method to determine k 1 is Method 1, which uses a stopped turbine. The drawback of this method is that it requires the wind turbine to be stopped for several hours in good wind conditions, which is generally not acceptable by the wind turbine owner. Therefore we investigated the possibility of determining the calibration constant using measurements during operation of the wind turbine (Method 2) and CFD simulation of the stopped turbine (Method 3). The following subsections describe the instrument set-up, data selection, as well as present an analysis of the three methods. Figure 6 shows the spinner of the Nordtank turbine and two of its sonic sensors. Figure 6 is an overlay of three photos taken from ground level during rotation of the rotor in a way that each photo shows one of the 3 sensors when it is clearly visible on the side of the spinner. The sides of the spinner were used as reference to align the photos. Due to the height of the wind turbine, in order to obtain a good resolution of the photo it was necessary to use a digital camera with a 300 mm zoom optic (12 Megapixel, 18 mm x 24 mm CCD sensor). The camera was standing on a tripod at ground level under the spinner, 1.8 m from the tower. The purpose of the photos was to both determine the absolute position of the sensor paths to define the geometry for the CFD calculations, and verify the relative accuracy of the mounting of the sonic sensors. We scaled the photos to a known dimension of the spinner to be able to measure the position of the sensor path.
Spinner anemometer mounting evaluation
In figure 6 the red line drawn in the sonic sensor path (which is 160 millimetres long) indicates the mean path in which the wind velocity components V 1 , V 2 , V 3 are measured. The CFD results (section 5.6) were extracted in five points along this line. The deviations between the three sonic sensors show a variation of about 1.8
• in the sonic sensor path angle and about 5 mm in longitudinal direction (figure 7). For simplicity in the CFD simulation, we considered that all the sensors were mounted in the exact same position. However, this photographic method could be used to determine the uncertainty in the wind speed measurements due to mounting tolerances and spinner geometry imperfections. The impact of such geometric deviations has not been investigated in detail here because the spinner anemometer was internally calibrated (step 3 of the calibration procedure in figure 2 ) to compensate for the geometric imperfections. As described in [8] , the internal calibration ensures that the three sensors measure the same average wind speed over one rotation.
Free wind measurement
The met-mast was positioned at 2.5 rotor diameters in a westerly direction with respect to the wind turbine (283
• ). The measurement of wind speeds at hub height was used to calibrate the spinner anemometer wind speed measurements. The reference instrument was a Risø P2546 cup anemometer mounted on a boom perpendicular to the main wind direction, calibrated in a MEASNET compliant wind tunnel.
The wind direction was measured with a 3D sonic anemometer placed on a second boom 2 m below the cup anemometer, which was not calibrated for wind speed measurements. The valid wind direction sector was 283
• ±45
• (238 • to 328 • ). Temperature was measured at the met-mast at hub-height.
Data selection
The measurement system was active on the wind turbine and met-mast since January 2012. Useful measurements for the present analysis were found in three different measurement periods, A, B, C, see table III. Periods A and B were filtered for measurements during operation of the wind turbine, while period C for measurements during stopped condition due to various reasons. The selection of the measurement periods were made to present broad range of wind speed values. The reason for having three periods instead of two, is that the calibration settings of the spinner anemometer were changed during the [5] ). Having the correct k α set in the spinner anemometer conversion box allows for a much easier use of the measurements present in the database. It would not make sense to merge data acquired with different calibration settings. Therefore the measurements of periods A were corrected to the same k1 and k2 of period B (using the inverse and direct transformation in chapter 3.3) and only then merged with period B. This merge resulted in 1408 10 minute averages where the met-mast wind speed Umm ranged from 3.6 m/s to 19 m/s.
Measurements of all periods were filtered for temperature larger than 1 • C to avoid rime and icing on the cup anemometer. Faulty mast wind speed measurements were removed by deleting the 10 minute data sets where U mm was larger than 50 m/s.
The control system on the turbine reports a status signal of the generator (on-line/of-line) and status of the blade tip brakes (released/retracted). In order to avoid the period of time where the turbine was available but not producing due to low wind speeds, the measurements during operation were obtained by filtering for electrical power output larger than 1 kW.
Measurements during stopped and idling conditions (period C) were obtained by filtering for generator rotations per minute smaller than 20. The data set included measurements from when the wind turbine was stopped for faults, maintenance, or cut-outs. The met-mast wind speed Umm span was from 1 m/s to 27 m/s. The yaw misalignment in stopped conditions never exceeded 40
• .
Calibration of F 1, method 1: comparison with met-mast during stopped conditions
As introduced previously, the scope of the calibration is to find the value of k1 that makes the spinner anemometer wind speed measurements (U d ) equal to the free wind speed at the rotor center (U ) in stopped conditions. Based on measurements taken with default
constants, the calibration method gives the correction factor F 1 which is then used to correct the default calibration constant
Measurements of horizontal wind speed by the spinner anemometer (U hor,d,c ), as a function of met-mast horizontal wind speed (U mm), are shown in figure 8. Since the turbine was stopped (data set C), there is no rotor induction effect, and the correction factor F1 is expected to be independent of the wind speed. This assumption is verified in figure 9 , where F1 is calculated with equation 37.
There is some increased scatter at low wind speeds (below 5 m/s), due to the lower correlation between the met-mast and spinner anemometer. The reason for the high scatter at wind speed lower than 5 m/s seen in figure 9 is that at low wind speeds the correlation between the wind speeds measured at distant locations in space is reduced. This might also be seen by plotting the ratio between two cup anemometers mounted on two met-masts with a horizontal displacement similar to the one between spinner anemometer and met-mast of the present experiment.
The average value of F1 = 0.711 was calculated for wind speeds above 5 m/s, which resulted in the standard deviation of F 1 lower than 2.5% while still keeping 42% of the measurements (149 out of 353). The statistical uncertainty (σ/ √ N , where N is the number of samples and σ is the standard deviation) of the mean value is less than 0.002. Since k 1,d = 1, then k1 = 0.711. The measurements during stopped conditions calibrated with F α = 0.714 and figure 10 . In the same figure the 1:1 relationship between spinner anemometer measurements and met-mast measurements confirm a correct calibration of F1 and absence of rotor induction. During operation however, the rotor induction reduces the wind speed at the rotor plane with respect to the free wind speed, introducing a significant error in the calculation of F1. This slow down is small when the turbine is operating at high wind speeds, with a low power coefficient, as seen in [8] and [9] , where the induction was found to be smaller than 1% above 17 m/s, for a pitch regulated Vestas V80 wind turbine.
A set of F 1 values was determined from the measurements with equation 37 and plotted as a function of wind speed (figure 12). The red line is a bin average with 1 m/s bin size, centered at integer wind speeds. The horizontal black line shows the value of F1 found for stopped conditions (section 5.4). As expected, the red line tends asymptotically to the value of F1 calculated for the stopped rotor (method 1) shown with a horizontal black line. There were unfortunately no measurements between 18 m/s and 25 m/s. It is not possible to determine a value of F1 for an induction free condition during operation for the measured data (the red line does not seem to reach an asymptotic value, and increases with the wind speed as a result of the induction decreasing).
The measurements of the period during operation calibrated with Fα = 0.714 (found in [5] ) and F1 = 0.711 (found in section 5.4 for a stopped rotor) are shown in figure 13 as a function of the met-mast wind speed. 
Calibration of F 1 , method 3: CFD simulation
Calibration method 3 used CFD for the determination of k1 for a stopped condition of the wind turbine. The flow field around the turbine was modeled using the EllipSys3D flow solver [16] [17] [18] [19] , which solved the incompressible Reynolds-Averaged Navier-Stokes (RANS) equations using the finite volume method in general curvilinear coordinates in a collocated grid arrangement to facilitate complex mesh geometries. In all simulations, the EllipSys3D code was used in steady state mode, running local time stepping towards a steady state solution. Furthermore, the coupled momentum and pressure-correction equations were solved using the SIMPLE [20] algorithm while the convective terms were discretized using the QUICK [21] scheme.
In the simulations all three blades, spinner and nacelle were modeled according to the actual geometry of the turbine, while the tower was omitted. The total number of cells in the domain was 14 million cells. A grid independence study was conducted and so-called mixed order extrapolation was used to compute the numerical error associated with the sonic sensors on the spinner. This study showed that the velocities extracted in the sensor paths had an error associated with them of approximately 2%. To decrease this error a finer mesh would have to be used. 
Projection along sensor path
The result of the CFD simulation is given as three wind speed components in the global coordinate system. The velocity along the sensor path was calculated as the dot product between the vector velocity U(u, v, w) and the unit vector of the sensor path V(x s , y s , z s ). The unit vector of the sensor path 1 was calculated as (r P 5 − r P 1 )/(r P 5 − r P 1 ). Figure 15 shows the velocity projected along each sensor path for a free wind speed of 10 m/s. As seen in both figures 14 and 15, the velocity at the point closer to the surface (P5 for sensor 1) is higher than for the point further from the surface (P 1 for sensor 1). There is full agreement between the three sensors. 
Calculation of the k 1 calibration constant from CFD simulations
The flow is simulated for eight wind speeds in the range 4 m/s to 20 m/s, at a flow angle α = 0. For this inflow angle, the generic spinner anemometer wind speed relations (equations 1, 2, 3) simplify to equation 38 where the dependency of θ and k 2 vanish. It becomes therefore easy to calculate k1 using equation 39.
The geometry of the sonic sensors was not included in the CFD simulation. Therefore the velocity calculated at the points located at the extremes of the sensor path differs from the real velocity, which is influenced by the presence of the sensor heads. Due to this influence the CFD results at the points closer to the sensor heads were neglected (P1 and P5 for sensor 1). The velocity along each sensor path was calculated as the average of the three velocities projected along the sensor path (result points P2, P 3 , P 4 for sensor 1).
The calculation of k 1 was repeated for each test wind speed in the range 4 m/s to 24 m/s. The result is shown in figure 16 . There is a good agreement between the three sonic sensors. k1 was expected to be independent of wind speed. However, figure 16 shows a positive trend, with a mean value of 0.7326 and a variation of about ±1% . The maximum difference between the values of k1 calculated for different wind speeds is 0.0226 and the minimum is 0.0095. The increase of k1 value in the range of wind speeds relevant for power performance measurements (4-16 m/s) is about 1.2%, as seen in figure  16 . Numeric values are the mean of the three sensors.
NACELLE TRANSFER FUNCTION TO ACCOUNT FOR THE ROTOR INDUCTION
The focus of the analysis is the calibration of the spinner anemometer for wind speed measurements. However this chapter will consider the effect of the induction, and the effect of the application of the NTF (Nacelle Transfer Function) to the measurements during operation (period A and B). A complete description of the method and uncertainty evaluation is available in the report [10] . The induction is defined as the slow down of the wind relative to the free wind as
As seen in the equation above, the induction is a function of the calibrated spinner anemometer horizontal wind speed U hor . It is not possible to measure the induction if the spinner anemometer is not calibrated for wind speed measurements. Figure 17 shows the induction at the center of the rotor measured by the calibrated spinner anemometer. At 4 m/s it is 10-15% and gradually decreases for increasing wind speed. At 19 m/s it has not yet reached zero induction. The calibrated horizontal wind speed measured with the spinner anemometer was used to determine the NTF (Nacelle Transfer Function) according to the method described in [11] . The NTF was derived from the measurements of period A and B with the method of bins as shown with a red line in figure 18 . The measurements of the calibrated spinner anemometer were then converted to free wind speed using the bin values of the NTF (U F,i and UN,i) and linear interpolation between bins.
A nice linear pattern is shown between calculated free wind speed and measured met-mast wind speed in figure 19 . 
DISCUSSION
Methods 1 and 2 were based on field measurements, comparing the spinner anemometer wind speed with a met-mast wind speed. 10 minute averages were used to compare the measurements.
Method 1 used measurements of the wind turbine in a stopped condition or while idling. The 353 observations (equivalent to 2.5 days) were acquired over a period of almost 5 months when the wind turbine was stopped for maintenance or other reasons. However, measurements could have been acquired by intentionally stopping the turbine for a number of hours when the wind was at the desired speed and direction, but this was not the case. Still, the results seemed satisfactory.
Method 2 used measurements at moderate wind speeds during operation. As a consequence of the low probability of occurrence of high wind speeds (also combined with the requirements of the valid direction sector), the collection of an appropriate amount of measurements for determination of an induction free k 1 constant was not possible. In the present analysis an observation period of about 3 months was used to collect an amount of measurements of about 10 days, 90% of which the wind speed was below 15 m/s.
Method 3 used a CFD simulation of the velocity in the three sensor paths, in combination with basic equations of the spinner anemometer algorithm to calculate k1. Different inlet velocities (free wind speed) were used. A summary of the k1 values found by use of the different methods is shown in figure 20 , merging results of figures 9, 12 and 16. Measurements during operation showed a k1 that is heavily influenced by induction at the rotor center. For this reason, the calibration must be made in stopped conditions, or during operation ensuring that the induction at very high wind speeds is negligible. This condition of negligible induction was not reached by our stall regulated wind turbine, for the available measurements (up to U mm=19 m/s). A modern pitch regulated turbine however might have a negligible induction at lower wind speeds than a stall regulated turbine, as experienced in [9] .
The difference between the CFD results (2.2% to 4.2% overestimation with respect to k1=0.711) might be due to the uncertainty of the CFD simulation, uncertainty of the cup anemometer on the met-mast, or an underestimation of the wind speed measured by the spinner anemometer in the order of 3%. The spinner anemometer sensors were not in this case calibrated in an accredited wind tunnel as required according to the calibration overview of figure 2. The CFD simulations show a trend of slightly increasing k1 values for increasing wind speed, about ±1% of mean value. The cause of this trend has not been investigated. The effect is not present in the measurements in stopped condition. 
CONCLUSIONS
This paper investigated and described three methods to calibrate a spinner anemometer for wind speed measurements, and gave introduction to the consequent use of the NTF (Nacelle Transfer Function) needed to measure the power performance of a wind turbine with the spinner anemometer.
Three methods to determine the k1 calibration constant for wind speed measurements of a spinner anemometer were presented and compared. Additionally, the use of the nacelle transfer function (NTF) according to IEC 61400-12-2 was introduced to correct measurements to free wind speed.
• Method 1 used a stopped turbine and a comparison between the spinner anemometer wind speed, and the free wind speed measured by the met-mast at hub height.
• Method 2, which was based on the same comparison but during operation of the wind turbine.
• Method 3 used CFD simulation to calculate the wind speeds at the sonic sensor paths, and basic equations of the conversion algorithm to calculate the calibration constant k 1 .
According to the definition of k1 (k1 is the ratio between spinner anemometer horizontal wind speed and free horizontal wind speed in a condition of zero induction) the correct method to determine k1 is Method 1, that used a stopped turbine. For Method 1 it was found that the relation between U hor,d and Umm was linear and hence the F1 correction factor was constant with respect to the free wind speed. The big drawback of this method is that it requires the wind turbine to be stopped for several hours in good wind conditions, which is generally not desirable for the wind turbine owner. Therefore we investigated the possibility of calculating the calibration constant using measurements during operation of the wind turbine (Method 2) and CFD simulation of the stopped turbine (Method 3).
Method 2 was notably influenced by the rotor induction. We tried to identify a range of high wind speeds in which F1 was stabilizing to an asymptotic value. However, this condition was not met for our stall regulated turbine at wind speeds up to 19 m/s. Method 2 seems to be more applicable on a pitch regulated turbine, where induction decreases more than for a stall regulated turbine due to the pitching of the blades. This will make the F1 values approach an asymptote.
Method 3, CFD simulation of the stopped turbine, has the obvious advantage of not requiring wind measurements to determine k 1. The method showed a low dependency of k1 on the wind speed (about 1.2% linear increase from 4 to 16 m/s), and 2.2% to 4.2% difference from the value obtained with method 1. In absence of a free wind speed measurement, this method is appropriate to determine an initial value of the calibration coefficients.
The analysis shows the important simplification of the equations used to calculate k1 arising from having set the correct kα value in the spinner anemometer conversion box. Failing to do so means that the full conversion algorithm of sampled data has to be used to calculate back to sonic sensor wind speeds and forth to spinner anemometer wind speed for different k1 and k 2 values. This was needed in this analysis because data was gathered with k 1 and k 2 values not representing a calibrated kα value. It is recommended to follow the order of the five steps calibration procedure described in [4] .
The calibration of k 1 in addition to determination of the Nacelle Transfer Function (NTF) is needed to measure the nacelle power curve of a wind turbine, ensuring separation between the instrument characteristics and the slow down of the wind due to the rotor induction. It is important to keep the calibration of the spinner anemometer separated from the NTF because the calibration of the spinner anemometer is invariant to control system settings and blade design.
Since the physics of extracting power from the wind is similar between different wind turbines, future research will investigate the possibility of defining a general NTF as a standard correction of the rotor induction. The specificity of the spinner shape and sonic sensors mounting will be accounted by the calibration of the spinner anemometer alone, on each turbine.
